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NEXUS TKO

TKO" INSTRUCTIONS FOR USE

YOUR HOME-CARE PRACTITIONER CHOSE
NEXUS TKO® TO MAINTAIN CLEAR LINES AND
REDUCE CLOTTING

NEXUS TKO® 6PHV

OPEN TKO® PACKAGE USING ASEPTIC TECHNIQUE:

Aseptic non-touch technique has been proven critical to infection
prevention. The Nexus TKO packaging is designed to minimize
and prevent possible touch contamination when opening the
TKO® device.

TO BEGIN, WASH YOUR HANDS.

1. Peel the sterile package open, exposing the luer tip of the TKO®.

2. To reduce potential touch contamination, hold the package
between your thumb and index finger. Push and turn the
flushing syringe clockwise until the luer tip is securely fastened
to the TKO®.

3. Itis important to invert the TKO® and slowly depress the syringe
plunger to purge all air through the vented cap. Remove
protective cap and connect to the IV Catheter.

4. Once the TKO® is connected to the catheter, swab the top of the
TKO® for a minimum of 10 seconds with an alcohol prep pad.
Allow to dry.

5. Push and turn the flushing syringe clockwise until the luer tip
is securely fastened to the TKO®. Open the clamp and flush the
TKO® using the pulsatile flushing technique. Close the clamp
prior to disconnection.

FOR MORE INFORMATION:
Email tkocustserv@nexusmedical.com or call 866.336.3987
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IMPORTANT: When changing your connector,
please GRAB the GREEN grip to avoid disconnecting
the entire tube set.

The Nexus TKO® is latex free and does not contain any DEHP.
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Scan QR code for a video on opening and
flushing the TKO® or for more help, visit:
nexusmedical.com/education



FOR MORE INFORMATION VISIT
nexusmedical.com

or contact your home infusion provider.
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